Coronary Artery Aneurysm After Bioresorbable Scaffold Implantation in a Woman With an Acute Coronary Syndrome.
We herein report the case of an ST-elevation myocardial infarction due to bioresorbable vascular scaffold (BRS) failure. Optical coherence tomography (OCT) revealed the exact mechanism of late BRS stent thrombosis due to an acquired coronary aneurysm related to BRS. A drug eluting OCT-guided stenting over a failed BRS in the context of an acute coronary syndrome, with the simultaneous presence of a BRS thrombosis and coronary artery aneurysm, proved to be effective.